Patient Transfer System

Directions and Applications for Use
The SchureSlide Patient Transfer System is used to transfer patients in any position,
between two stretchers/tables. These directions are general guidelines intended for use by
qualified personnel only. Transfers should always be done in a slow and controlled manner.
Care Instructions
Spray and wipe clean with hospital approved disinfectant

How To Use
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